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ABSTRACT
Purpose: The purpose of this work was tooptimize the radiotherapy treatment plan-ning workflow for cervical cancer using arti-ficial intelligence-based tools and optimiza-tion through scripts, with the goal of reduc-ing planning time and improving the imple-mentation of clinical protocols in a middle-income country.Methods: CT images acquired with intra-cavitary brachytherapy applicators in place,including fletcher, ring, cylinder, centraltandems or aarurhus (for interstitial tech-nique), were imported into Eclipse (v18) fortreatment planning of cervical cancer pa-tients. An AI-assisted and script-based work-flow was implemented for cervical cancerexternal beam radiotherapy, focusing onautomated structure generation and stan-dardized plan initialization and dose calcu-lation using the RapidPlan model, where itwas also adapted for SIB and non-SIB treat-ment techniques. Brachytherapy treatmentplans were subsequently generated andevaluated. The combined external beamand brachytherapy dose distributions wereassessed using Radformation tools by eval-uating the biologically effective dose (BED)to the target volumes and compliance withdose limits for organs at risk. Planning ef-ficiency and workflow performance wereevaluated by comparing planning time andmanual interactions with the conventionalmanual planning process.Results: The AI-assisted workflow alongwith the scripts reduced median treatmentplanning time compared to manual plan-ning. Plan to plan variability was reduced,while target coverage and OAR dose con-straints remained clinically acceptable andcomparable to the conventional workflow.Conclusion: The use of scripting and artifi-cial intelligence resulted in improved effi-ciency in structure generation, treatmentplanning, and plan approval for cervical can-cer brachytherapy. When integrated withprior external beam radiotherapy planning,the proposed workflow demonstrated re-duced planning time while maintaining clin-ically acceptable plan quality, supporting itsapplicability in resource-limited clinical set-tings.
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INTRODUCTION

High-dose-rate (HDR) brachytherapy combined with external beamradiotherapy (EBRT) is an essential component of treatment for lo-cally advanced cervical cancer. According to EMBRACE II recommen-dations, treatment planning requires accurate target delineation,organ-at-risk (OAR) dose evaluation, and assessment of the cumu-lative biological dose delivered by EBRT and HDR brachytherapy.Conventional cervical cancer planning workflows include multiplemanual steps, such as contour delineation, plan review, dose con-straint verification, and biological dose assessment. These tasks aretime-consuming and may introduce interobserver variability, limit-ing efficiency and standardization in routine clinical practice.To address these challenges, Liga Nacional Contra el Cancer(Guatemala) implemented RadFormation tools into the clinical work-flow. The implementation included AI-assisted auto-contouring, au-tomated plan quality review using ClearCheck, and cumulative bio-logical dose evaluation using BED and EQD2.Because HDR brachytherapy delivers large doses per fraction, EBRTand brachytherapy physical doses cannot be directly added. Biologi-cal dose was therefore assessed using the linear-quadratic model:
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This work evaluates whether the implementation of AI-assisted con-touring and automated plan review reduced contouring time andstandardized the cervical cancer treatment planning workflow.

METHODS AND MATERIALS

Patient selection. Fifteen cervical cancer patients previously treatedwith EBRT, including SIB and non-SIB techniques, were retrospec-tively selected.
Image datasets. CT images acquired with the brachytherapy applica-tor in place were imported into Eclipse Treatment Planning System(V16) for HDR brachytherapy planning.
Contouring-time evaluation. For each patient, physician contour-ing time was recorded using the conventional manual workflow.The same datasets were then processed using the AI-assisted Au-toContour workflow. With AutoContour, OARs were automaticallysegmented, while physicians manually delineated the CTV-HR andCTV-IR target volumes. Contouring time was defined as the intervalfrom opening the CT dataset to completion of physician contour ap-proval.
Workflow standardization. After contour approval, HDR brachyther-apy plans were generated by the medical physics team. ClearCheckwas used to verify BED and EQD2 for the individual brachytherapyplan and for the cumulative plan sum combining EBRT and HDRbrachytherapy. Compliance with institutional target and OAR con-straints implemented at INCAN was verified, based on EMBRACE IIrecommendations.

Figure 1. Example of a patient’s CTwith a ring applicator.

Figure 2. Pass/Fail review in the PlanSum of ClearCheck.

RESULTS

Manual physician contouring time was evaluated in 15 cervicalcancer patients previously treated with EBRT. The initial analy-sis showed an average manual contouring time of:
Manual AutoContour

Patients (n) 15 15
Mean contouring time (min:sec) 13:46 6:56

After implementation of the AI-assisted workflow, OARs wereautomatically generated using AutoContour, while physiciansmanually delineated the CTV-HR and CTV-IR. The resulting con-tours and treatment plans were reviewed and approved by thephysicians.ClearCheck was used to standardize plan evaluation by auto-matically assessing EQD2 for both the individual brachytherapyplan and the cumulative Plan Sum, which combines EBRT andHDR brachytherapy. All evaluated plans were approved accord-ing to the institutional dose constraints implemented at INCAN.A standardized workflow diagram was generated to summa-rize the implemented clinical process, including AutoContour-based structure generation, physician review, treatment plan-ning, ClearCheck evaluation, EQD2 assessment, and final planapproval.

Chart 1. Comparison times

Figure 3. Plan Sum of ClearCheck

DISCUSSION

The implementation of the RadFormation platform intothe HDR brachytherapy workflow at Liga Nacional Contrael Cáncer improved both contouring efficiency and biolog-ical dose evaluation. AI-assisted auto-contouring reducedphysician contouring time by approximately 50%.In addition to improving contouring efficiency, workflowstandardization simplified the evaluation of cumulative bi-ological dose. ClearCheck enabled automated assessmentof EQD2 for both the individual brachytherapy plan andthe cumulative Plan Sum.Compared with the previous workflow, which requiredmanual EQD2 calculations performed by the medicalphysics team, the implemented process reduced manualinteractions while providing a more consistent and repro-ducible plan review prior to physician approval.
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CONCLUSIONS

AI-assisted auto-contouring reduced physician con-touring time by approximately 51.6%, improving theefficiency of the HDR brachytherapy planning work-flow.• The implementation of RadFormation standard-ized the clinical workflow by integrating AI-basedcontour generation with automated EQD2 evalua-tion through ClearCheck, simplifying plan reviewfor both individual brachytherapy plans and cu-mulative Plan Sum analysis.
• The proposed workflow reduced manual interac-tions while maintaining physician oversight, pro-viding a reproducible and clinically efficient ap-proach for cervical cancer brachytherapy plan-ning.
• This implementation demonstrates the feasibilityof integrating commercially available AI-assistedplanning tools into routine clinical practice in amiddle-income country.
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